Background: Recent reports have raised various concerns about the risk of vessel wall injury while withdrawing current laser-cut stent retrievers during active strut apposition to the vessel walls. The development of braided thrombectomy assist devices in conjunction with aspiration systems may be gentler on the fragile brain vessels and more optimized with regard to the radial force (RF) for vessel diameters of proximal (M1) and distal (M2) large vessel occlusions (LVOs). Methods: Mechanical bench testing of the RF was performed using a radial compression station mounted on a tensile testing machine. The total RF in newtons (N) generated in vessels with diameters ranging from 2.25 to 3 mm as seen in proximal LVOs (∼M1), and in vessel diameters ranging from 1.5 to 2.24 mm as seen in distal LVOs (∼M2), was measured. The outer diameter of each stent was recorded, and an RF ≤1 N was grouped as "low," while an RF > 1 N was grouped as "high" for this analysis. Results: The total RFs of all laser-cut stent retrievers were all higher in the simulated M2 vessels (> 1 N) than in the M1 vessels (< 1 N), whereas the total RFs of the braided thrombectomy assist devices were uniformly low in both the simulated M1 and the simulated M2 vessels. Conclusions: Novel braided thrombectomy assist devices in conjunction with aspiration systems have lower RFs than existing laser-cut stent retrievers in M1 and M2 vessel diameters. Further in vivo studies are needed to delineate the impact of lowering the RF on vessel wall integrity.
Introduction
Cerebrovascular disease is one of the most common causes of morbidity and mortality, with stroke being the second leading cause of death worldwide [1] . The gold standard initial management of ischemic stroke remains intravenous tissue plasminogen activator (IV tPA), administered within 4.5 h from symptom onset, due to its generalizable usability across multiple ischemic stroke subtypes and its broad availability [2] . However, tPA alone when used for large vessel occlusions (LVOs) has a success rate of < 20% [3] , which has been attributed to its limited action in the setting of extensive clot burden and the slow temporal dynamics of chemical thrombolysis [4] . In instances where medical management fails, a combined approach with IV tPA, when indicated, and endovascular stroke thrombectomy has shown high rates of recanalization success (TICI score 2b or 3), achieving 90-day functional independence in 46% of cases when performed within 6-8 h after symptom onset [5] . Similar rates of successful functional outcome are achievable even up to 24 h from last known well in patients selected for endovascular treatment based on CT perfusion criteria [6, 7] .
These clinical success rates were attained as a result of the continuous evolution of endovascular thrombectomy devices and techniques over the past two decades. However, further enhancements are necessary, as still only about half of the patients achieve the desired clinical outcome. The Mechanical Embolus Removal in Cerebral Ischemia (MERCI) retriever (Concentric Medical, Mountain View, CA, USA) was the first device designed for clot removal, and while a breakthrough in its time, it had limited rates of technical and clinical success [8] . First-generation stent retrievers such as the Trevo (Stryker Neurovascular, Fremont, CA, USA) and the Solitaire FR Revascularization Device (Medtronic -Neurovascular, Irvine, CA, USA) were developed next. More recently, there has been growing evidence in favor of aspiration systems for stroke thrombectomy [9, 10] , and there is a shifting trend [11, 12] towards use of aspiration systems as first-line therapy (surveys show this to range from 39.7% [11] to 41.12% [12] ) and towards retrievable stents being used in combination with aspiration systems (surveys show this to range from 28.2% [11] to 32.4% [12] ) with lesional aspiration, such as thrombectomy assist devices [13] . High technical success rates and ease of use of these endovascular stroke devices facilitated the mass market growth of stroke intervention in the first half of this decade, culminating in the publication of multiple randomized controlled clinical trials, beginning in 2015, proving the clinical benefit of endovascular stroke therapy [9, 10, 13, 14] .
Despite the significant differences in outcome versus medical therapy alone, discrepancies between relatively high revascularization rates and their correlation with clinical outcomes and complications remain [5] , and although this could be due to multiple reasons, further innovation in stroke thrombectomy devices may help. Given that retrievable stents are being used in combination with aspiration systems [11, 12] , the question arises as to whether we really require such high-radial-force (RF) retrievable stents that can damage the vessel wall, or whether we need retrievable stents that are gentler on the vessel walls and that can act as endoluminal scaffolds for a clot, for use in conjunction with aspiration.
The continuous modification and optimization of aspiration systems for use in first-line therapy or combination therapy with retrievable stents or thrombectomy assist devices is the logical next step to improve these outcomes. We tested the RF of a novel braided thrombectomy assist device (SHELTER ® ) for use in conjunction with aspiration systems (CLEAR TM Aspiration System; Insera Therapeutics, Inc., Dallas, TX, USA), using a radial compression station mounted on a tensile testing machine, and compared it with the RF of existing commercially available laser-cut stent retrievers in simulated middle cerebral artery vessel diameters. The analysis and possible benefits of this original design in the future of endovascular thrombectomy assist devices will be discussed.
Materials and Methods
Mechanical bench testing of RFs generated by stent retrievers and thrombectomy assist devices was performed using a radial compression station ( Fig. 1 ; RJU124 Compression Station) mounted on a tensile testing machine (TTR2 Machine Base) with RF testing software (Blockwise Engineering, Tempe, AZ, USA). Standard calibrations were performed prior to the start of RF testing. The temperature in the compression station was verified to be 37 ± 2 ° C using a calibrated FLUKE 1551A Ex Stik Thermometer. The RF measurement was calibrated using a 20-lbf, type II, ASTM class 6 weight. The diameter was calibrated with an 8-mm NO-GO Class Z gauge pin (-0.0025 mm tolerance). The calibration data pertaining to the tests performed included a diameter offset of 13.324 mm, a fixture constant of 0.7376 mm, a force offset of -5.85 N, a force gain of 136.76 N/(mv/V), and a screw correction factor of 0.9985. 
RF Testing Procedure
The test was initially run with no device sample inside the compression station to collect the friction data to be accounted for. Subsequently, each device sample was placed inside the circumferential compression station as shown in Figure 1a , and the device was compressed and relaxed; this represents 1 cycle.
The values measured during the relaxation phase of each cycle represent the outward expansile force or RF. The test parameters used included a total of 3 repeat cycles to average out the RF measurements. One sample of each device, for a given type of retrievable stent or thrombectomy assist device, was tested once, which included 3 automated repetitive cycles (manufacturer default settings of the radial compression station), and the average RF (in newtons) generated by the RF testing software (Blockwise Engineering) was noted in Table 1 and graphically shown in Figure 2 .
The initial diameter of the compression station ranged from 4.5 to 7.5 mm depending on the outer diameter (OD) of the device sample in the expanded configuration. The opening and closing speed of the compression station was set at 0.2 mm/s each. The final diameter of the compression station was set at 1.5 mm. The initial and final hold time for the compression station was set at 1 s each. The sampling period for device testing in the compression station was a total of 50 s each.
Target Vessel Diameter and RF Groupings
The total RF generated in vessel diameters (range 2.25-3 mm) seen in proximal LVOs (∼M1), and in vessel diameters (range 1.5-2.24 mm) seen in distal LVOs (∼M2), was measured.
RF measurements of commercially available carotid stents in long stenosis stimulation studies (which are closest to the RF exerted by a retrievable stent along the length of its deployment) have shown that the RFs are in the range of 0-2 N [15] : Protégé Stent, 1.67 ± 0.37 N; Acculink Stent, 0.95 ± 0.12 N; WALLSTENT, 0.80 ± 0.06 N; and Cristallo Ideale Stent, 0.44 ± 0.13 N. Single-plane measurements of the RF on intracranial stents have shown similar results of RFs < 2 N [16] . Therefore, for this study, the actual RF values were collected. In addition, given the existing literature, an RF ≤1 N was grouped as "low" and an RF > 1 N was grouped as "high" for this analysis.
Laser-Cut Stent Retrievers and Braided Thrombectomy Assist Devices Tested
Laser-cut stent retrievers that are predominantly used for proximal LVOs (cleared to market in the USA) were studied, including the Trevo ProVue retriever (4.0 mm OD, 25.0 mm length; Stryker Neurovascular), the Solitaire FR Revascularization Device (4.0 mm OD, 20.0 mm length; Medtronic -Neurovascular), the Solitaire 2 Revascularization Device (4.0 mm OD, 20.0 mm length; Medtronic -Neurovascular), and the Solitaire Platinum Revascularization Device (6.0 mm OD, 20.0 mm length; Medtronic -Neurovascular). These devices were compared with a novel braided thrombectomy assist device (6.0 mm distal OD, 45.5 mm length) named the SHELTER ® Retriever (Fig. 1b; Insera Therapeutics, Inc.), which is part of the Insera TM System and used in conjunction with the CLEAR TM Aspiration System (the SHELTER ® Retriever, CLEAR TM Aspiration System, and Insera TM System are not cleared to market in the USA).
Additionally, laser-cut stent retrievers that are predominantly used for distal LVOs (cleared to market in the USA) were studied, including the Trevo XP retriever (3.0 mm OD, 25.0 mm length; "baby Trevo"; Stryker Neurovascular) and the MindFrame Capture LP Revascularization Device (3.0 mm OD, 15.0 mm 
Results
The RF test results for vessel diameters seen in proximal LVOs (∼M1) (range 2.25-3 mm), as well as those for vessel diameters seen in distal LVOs (∼M2) (range 1.5-2.24 mm), are shown in Table 1 and Figure 2 . The total RFs of all laser-cut stent retrievers were all higher in the simulated M2 vessels (> 1 N) than in the simulated M1 vessels (≤1 N), whereas the total RFs of the braided thrombectomy assist devices were uniformly low in both the simulated M1 and the simulated M2 vessels (Table 1; Fig. 2 ). The above RF testing was performed with the devices placed within a circumferential compression station (Fig. 1a) . There was no push, pull, or withdrawal of devices during RF testing, as the circumferential compression technique used does not permit dynamic manipulation of devices.
Discussion
The use of endovascular stroke thrombectomy devices has revolutionized the management, and improved the outcomes, of acute ischemic stroke involving LVOs. The purpose of this study was to determine the RF of a novel braided thrombectomy assist device that is used in conjunction with an aspiration system, compared to current commercially available stent retrievers, in an in vitro experiment. Using a tensile testing machine (TTR2 Machine Base), the total RFs of all laser-cut stent retrievers were found to be higher in the simulated M2 vessels (> 1 N) than in the simulated M1 vessels (< 1 N), whereas the total RFs of the braided thrombectomy assist devices were uniformly low in both the simulated M1 (< 1 N) and the simulated M2 (> 1 N) vessels. It has been noted throughout all stent devices that the RF gradually drops as the vessel diameter increases.
Stent retrievers are self-expanding stents that entrap a thrombus by expanding along its length, and sometimes they push the thrombus against the vessel wall. The stents are then withdrawn in their unfolded state, maintaining the RF against the vessel wall until reaching the delivery catheter. The exponential growth in stent retriever use has led to an increase in the recognition of their inherent complications and limitations in clinical practice. Several publications, including MR CLEAN, SWIFT, HERMES, REVASCAT, and TREVO 2, among others, have reported complications associated with their use [5] . Gascou et al. [17] estimated that > 10% of thrombectomy procedures are associated with perioperative complications, including arterial perforation (0.9-4.9%), intracerebral hemorrhage (3.6-9.3%), subarachnoid hemorrhage (0.6-4.9%), arterial dissection (0.6-3.9%), distal embolization (1-8.6%), and vasospasm (3.9-23%) [5, 18] .
Various theories have been postulated regarding the emergence of these complications. One of the hypothesized mechanisms is endothelial injury during stent expansion and clot retrieval [19] [20] [21] [22] . The stent expansion pressure measured by RF is the outward expansile force of the stent against the vessel wall. Although a constantly high RF was associated with higher rates of clot removal [23] , it was also associated with endothelial vessel wall injury (VWI) [20, 24] . Therefore, minimizing the RF in stent retriever devices may reduce the incidence of VWI complications while still maintaining optimal clot retrieval rates. Endothelial injury may contribute to the observed clinical discrepancies even when successful recanalization is achieved [24] . Additionally, mechanical disruption of vessel wall integrity, and the following inflammatory responses initiated at the molecular level, may lead to consequential neuronal injury [19] . In a rabbit model of carotid artery stent retriever thrombectomy using the Solitaire FR and Trevo ProVue stent retrievers, Arai et al. [25] demonstrated histological evidence of disruption and thickening of the intimal layer extending into the media. In fact, certain characteristic patterns of endothelial injury have been reported following the use of stent retrievers. Both complete circumferential and linear VWIs were observed on an in vitro live-cell platform [19] .
Several radiological studies using HDx 3.0-T MRI scanners have depicted VWI and bloodbrain barrier disruption in patients following endovascular stent retriever procedures [26, 27] . Contrasted T1-weighted imaging demonstrated vessel wall enhancement in segments where the stent retrievers were deployed. Additionally, enhancement was more prominent in patients who underwent thrombectomy than in those who received IV tPA alone, thereby excluding the possibility that the embolus is causing endothelial damage [28] . The various patterns of VWI detected in both histological and radiological studies mandates continuous modifications and innovations in endovascular devices and techniques. We believe that the novel braided thrombectomy assist devices with a lower RF compared to laser-cut stent retrievers may prevent, or at least diminish, the incidence of VWIs observed in these studies by reducing the RF on M1 and M2 vessels. In vitro flow model tests with clots to assess their efficacy, as well as in vivo animal studies to assess their safety, are needed to delineate the benefits and limitations of aspiration systems used alone or in combination with a braided thrombectomy assist device design and to expand our understanding of their role in the management of acute strokes in humans.
The strengths of this study include the novel testing method used for assessing the RF of retrievable stents and thrombectomy assist devices. Traditionally, the RF of a stent is measured by compressing the stent in a single axial plane [16, 23] , whereas in this study, the RFs of all stents were measured by circumferentially compressing stents in multiple planes for a more accurate measurement. Although stents outside the neurovasculature, such as coronary stents, have been studied using a circumferential compression technique, this is the first study to document the RF of stroke thrombectomy devices using this method. The authors anticipate for the future that the RF, in addition to the OD of the retrievable stent, should jointly serve as guiding metrics for appropriately sizing retrievable stents to the target vessel with the goal of minimizing VWI.
This study is limited by several factors. Primarily, mechanical bench testing lacks the ability to foresee complications that may occur during clot retrieval from organic blood vessels. Additionally, total RF measurement using a radial compression station mounted on a tensile testing machine does not mimic the biological endothelial responses to a braided thrombectomy assist device. Nonetheless, the utilization of mechanical bench testing has ensured identical conditions for all RF measurements with all thrombectomy assist devices.
Conclusions
Endovascular thrombectomy devices are increasing in popularity due to their ease of use and effectiveness in the acute treatment of ischemic stroke due to LVO. However, this widespread increase in use has alerted clinicians to their perioperative complications. VWI is linked to the development of clinical complications seen following the use of stent retrievers. The sizing of stent retrievers' OD should not be the only factor considered while targeting vessels for thrombectomy, as the devices' total RF is also likely impactful. In this study, choosing a stent retriever with a lower OD did not translate into a lower RF. Novel braided thrombectomy assist devices for use in conjunction with aspiration systems have a lower RF than existing laser-cut stent retrievers in simulated M1 and M2 vessel diameters. Further in vivo studies are needed to assess the impact of aspiration systems used alone or in combination with braided thrombectomy assist devices with lower RFs on minimizing VWIs compared to higher-RF laser-cut stent retrievers.
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